ABSTRACT: It has been speculated that material loss, either as corrosion or wear, at the head-stem taper junction is implicated in the high revision rates reported for metal-on-metal total hip replacements. We measured the volume of material loss from the taper and bearing surfaces of retrieved devices, and investigated the associations with blood metal ion levels and the diagnosis of a cystic or solid pseudotumor. The median volumes of material lost from the female and male taper surfaces were 2.0 and 0.29 mm 3 , respectively, while the median volumes of wear from the cup and head bearing surfaces were 1.94 and 3.44 mm 3 , respectively. Material loss from the female taper was similar to that from the acetabular bearing surface (p ¼ 0.55), but significantly less than that from the femoral bearing surface (p < 0.001). Material loss from the male taper was less than that from both bearing surfaces (p < 0.001). Multivariable analysis demonstrated no significant correlations between the volume of material lost from the taper surfaces and either blood cobalt or chromium ions, or the presence of pseudotumor. While a substantial volume of material is lost at the taper junction, the clinical significance of this debris remains unclear. ß
Uncemented stemmed metal-on-metal (MOM) bearings have higher revision rates compared to all other bearing systems used for hip replacement. The National Joint Registry of England and Wales reported a 5-year revision rate of 6.96% for MOM total hip replacements. This compares to <3% for all other conventional hip replacements (MOP, COC, COP), and 4.56% for MOM hip resurfacing. 1 A growing body of evidence shows that large head (>36 mm) MOM total hip replacements (LH-MOM-THR) have higher revision rates than equivalently sized MOM resurfacings with a similar bearing surface design. [1] [2] [3] For example the ASR XL THR has a higher revision rate than the ASR hip resurfacing, with reported 5-year revision rates of 21.9% and 13.8%, respectively. 3 Similar results have also been shown for the Birmingham Hip Resurfacing THR. 4 As a result, in February 2012, the British Orthopaedic Association recommended that LH-MOMTHRs no longer be implanted. 5 It has been speculated that the head-stem taper junction provides an additional source of metal debris either as result of mechanical wear, corrosion, or a combination of both. 1 Higher blood metal ion levels were found in patients with well-performing LH-MOM-THR when compared to hip resurfacing. 6, 7 However, the clinical significance of material loss at the taper junction remains unclear, with one previous retrieval study 8 showing no difference in blood metal ion levels between patients with failing LH-MOMTHRs and MOM hip resurfacings.
While numerous qualitative studies of corrosion at the taper junction of many types of total hip replacement exist, [9] [10] [11] including one reporting evidence of corrosion at the junction in up to 95% of large head MOM retrievals, 12 only two quantified the volume of material loss from the head-stem taper junction of LH-MOM-THRs. 13, 14 We tested three hypotheses: (1) the volume of material loss from the taper junction is greater than that lost from the bearing surfaces; (2) the volume of material loss from the junction is correlated with blood metal ion levels; and (3) the volume of material loss from the junction is higher in cases associated with a diagnosis of pseudotumor. We intended to investigate the clinical relevance of material loss from the junction and not identify the surgical and design factors responsible.
MATERIALS AND METHODS

Patients and Components
This was a retrospective study of prospectively collected data from the first 110 consecutive LH-MOM-THR cases referred to our retrieval laboratory that met our inclusion criteria. To be included, patients must have undergone full pre-clinical assessment, to include Co and Cr blood ion measurement, CT or plain X-ray imaging to measure cup position, and metal artifact reduction sequence (MARS) MRI to assess the soft tissues. Sufficient clinical data were required to diagnose the reason for revision according to categories used by the National Joint Registry of England and Wales.
15 For purposes of blood metal ion analysis, we required that all prostheses be unilateral. To reduce the confounding effect of bedding-in wear at the bearing surfaces, all implants were in situ for !12 months. 16, 17 Finally, only arthroplasties using a mono-block cup with a large internal surface (>36 mm) were included; all included designs have an equivalent resurfacing prosthesis using identical bearing components.
The laboratory operates with the approval of the Human Tissue Authority and the local institutional ethical committee. Components were collected from 34 surgeons from 24 hospitals in the UK. Patient demographic data and compo-nent details for the 110 cases are given in Table 1 . The cup and head components were collected in all cases; however, we received only 36 femoral stems: in most cases the surgeon did not remove a well-fixed undamaged femoral stem. Thirtyone stems were titanium alloy and 5 cobalt-chrome alloy.
Pre-Revision Clinical Assessment
Prior to revision all patients had undergone clinical examination and either CT or plain radiograph assessment of the hip. All had MARS MRI scanning to assess the soft tissues and blood sampling to measure whole blood cobalt and chromium ion levels using inductively coupled plasma mass spectrometry (ICPMS). We defined a pseudotumor as a sterile (noninfected) cystic or solid inflammatory mass in the soft tissues surrounding the joint. 18 If present, the lesion was characterized according to a previously described method. 18 The reasons for revision were diagnosed using published criteria. 18, 19 The presence of a cystic soft tissue mass is not synonymous with revision, 20 and so the presence of pseudotumor was not deemed a "reason for revision." The reasons for revision were: unexplained pain (77), aseptic femoral loosening (12) , aseptic acetabular loosening (8) , component misalignment (4), infection (4), component mismatch (2), fracture (2) , and one case following fracture of the stem-neck trunnion.
Visual Inspection of the Components
All components were visually inspected prior to measurement of material loss from the bearing and taper surfaces. We noted any evidence of surface damage, wear, and corrosion.
Assessment of Corrosion of the Taper Surfaces
Various terms have been used to describe the mating surfaces of the taper junction. We used the terms "female" and "male" to refer to the taper surfaces of the head and stem neck, respectively. In the literature, the term "trunnion" is often used to describe the male taper. Both female and male taper surfaces were inspected macroscopically and then viewed (up to 40Â) using a stereomicroscope (Letiz MZ10; Leitz, Wetzlar, Germany) to assess for corrosion. Corrosion was scored using a published method. 9 All taper surfaces were scored by a single author blinded to all other data using a 4-tiered classification ( Table 2) . 
Measurement of the Bearing Surfaces
The volume of material loss from the bearing surfaces was measured using a Zeiss Prismo (Carl Zeiss, Ltd., Rugby, UK) coordinate measuring machine. Measurements were conducted using a 2 mm ruby stylus moving at 3 mm/s using a previously described protocol optimized for accuracy and measurement certainty. 21 Each surface was digitized using 400 polar scan lines, giving an angular point spacing of 0.9å nd a linear point pitch of 0.1 mm. The number of data points obtained for each component was up to 300,000 depending on component diameter and angular coverage.
The data were analyzed using an intelligent iterative least square fitting operation. This involved removal of the worn area from the analysis, and the data refitted using the residual area. The data were segmented so that only the unworn geometry was used, and this was optimized through use of a fitting algorithm such that the surface fitting standard deviation was minimized. 21 This method is robust against phenomena such as edge wear, which can adversely affect the resulting wear measurement, 21 and allows for accurate repeatable determination of unworn geometry, thus allowing direct determination of linear and volumetric wear and accurate mapping of the material loss distribution. A limitation of this method that the femoral heads are assumed spherical, therefore not accounting for any potential manufacturing form errors. Form error is not determinable ex vivo due to component wear. 21 
Measurement of the Taper Surfaces
Taper surfaces were measured using a Talyrond 365 (Taylor Hobson, Leicester, UK) roundness instrument specifically designed for high accuracy measurement of circular and cylindrical components. The components (head or stem) were mounted, using custom fixtures, on a rotating air spindle (maximum run out of 20 nm) and were centered and leveled with respect to the spindle axis, allowing vertical measurement traces coincident to the taper axis. The measurement stylus was a 5 mm conisphere diamond stylus (gauge resolution of 10 nm). A small stylus allows more detailed data collection at a smaller scale than could be achieved with a more commonly used 1 or 2 mm stylus.
The female taper measurement was a series of vertical traces coincident to the taper axis. These were combined into a rectangular surface contour map, and analyzed using a Matlab (Mathworks, Inc., Natick, MA) program to calculate the volume of material loss, accounting for the taper's conical shape. The data were leveled through manual selection of the taper that can be considered to constitute the unworn reference surface (Fig. 1) . The surfaces were then digitally regenerated and the volume of material loss calculated using a generated Abbott-Firestone curve.
Material loss from the male taper was more difficult to assess. In most cases the entire surface had been engaged with the female taper, and so a true reference surface was unavailable. In such cases, individual areas of material loss were isolated and assessed to give localized volumes of material loss, which were then summed to give the total volume of material loss. A separate Matlab based program was used to calculate the volume of material loss, for which it was required to filter the measured machine-threaded surface texture from the measurement.
Statistical Methods
All univariate distributions were assessed for normality using the Shapiro-Wilk test. Blood metal ion levels and surface measurement data were not normally distributed, so the Wilcoxon signed-rank test was used to compare the median surface measurements and cobalt and chromium ion levels. Spearman's correlation coefficient (r) was used to quantify the strength of the relationships between the taper surface and bearing surface measurements.
Multiple linear regression models were used to explore the multivariable associations between metal ion levels and the taper and bearing surface measurements. Tests for interactions between taper and bearing surface measurements were performed to assess whether the relationships with metal ion levels were independent of each other. Similarly, multivariable analysis was used to determine differences in bearing and taper surface material loss according to the presence/absence of pseudotumor. This accounted for interaction between variables. All analyses were performed using Stata/IC version 12.1 (StataCorp, College Station, TX); p < 0.05 was considered significant.
RESULTS
Corrosion was found at the female taper surface in 99 out of 110 cases: 29 were classified as mild, 40 as moderate, and 30 as severe. Of the 36 male taper surfaces, 6 demonstrated corrosion, all mild. A strong correlation existed between corrosion score and the volume of material loss at the female taper (r ¼ 0.94, 95% CI ¼ 0.91-0.96, p < 0.001). A similarly strong correlation occurred between corrosion score and the volume of material loss at the male taper (r ¼ 0.72, 95% CI ¼ 0.44-0.87, p < 0.001). Given the strength of these relationships, we report only volumetric data for the remainder of our results. We also noted the presence of significant retrieval damage (deep scratches) on 21 of the 36 male tapers.
A summary of the surface measurement data is given in Table 3 . The median volume (2.02 mm 3 ) of material lost from the female taper surface was significantly less than the median volume of material lost from the femoral head bearing surface (3.44 mm 3 , p < 0.001), but not different to that from the acetabular bearing surface (1.94 mm 
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was significantly less than that lost from the female taper and the head and acetabular bearing surfaces (all p < 0.001). Comparison of the taper and bearing surface data is shown in Figure 3 . Material loss from the female taper was greater than that from the combined bearing surfaces in only 23% of the cases. A weak but significant positive correlation existed between the volume of material loss from the female taper and that from the head-bearing surface (r ¼ 0.25, 95% CI ¼ 0.05-0.44, p ¼ 0.017). The correlation between volume loss from the female taper and that from the acetabular bearing surface (r ¼ 0.17, 95% CI ¼ À0.04-0.36, p ¼ 0.12) was not significant (Fig. 4) .
A moderate significant correlation existed between the volume of material loss from the male and female tapers (r ¼ 0. The median Co level of 7.6 ppb was significantly higher than the median Cr level of 3.0 ppb (p < 0.0001; Fig. 5 ).
Univariable analysis showed that a weak but significant positive correlation existed between the volume of material loss from the female taper and Co levels (r ¼ 0.29, 95% CI ¼ 0.09-0.47, p ¼ 0.01); however, no significant correlation was found with Cr levels (r ¼ 0. The most common situation in which the entire male taper is engaged with the female taper. While unworn regions of the female taper could be we used as a reference surface, the entire male taper is engaged with no unworn regions. In this case, areas of material loss (deviations) were assessed individually (c). In some cases, the most proximal portion of the male taper was not engaged and could be used as an unworn reference surface (b). Further multiple linear regression analysis, adjusted for both femoral and acetbular bearing surface wear, confirmed the absence of any significant correlations between the volume of material lost at the female taper and either Co (p ¼ 0.18) or Cr (p ¼ 0.60) levels. Furthermore, there was no evidence of any significant interactions between the volumes of material lost at the female taper and bearing surfaces. Full results of the multiple regression analyses are given in Tables 4  and 5 , showing bearing surface material loss as the only independent predictor of blood metal ion levels. 
Too few cases of male tapers existed to perform meaningful multivariable statistics.
Pseudotumors were found in 69 out of 110 cases (62.7%); 68 were cystic and 1 solid. Univariable analysis showed that cases with pseudotumor were associated with significantly higher median volumes of material loss at the cup and head bearing surfaces and the female taper surface, but not the male taper (Table  6 ). However, after adjustment for the volume of material loss at each of the other surfaces (accounting for possible interactions), neither the material losses at either bearing surface or at the female taper were significantly associated with the presence of pseudotumor. Increased total bearing surface material loss was associated with increased odds of pseudotumor presence, but when adjusted for female taper material loss this relationship became insignificant (p ¼ 0.142). Full results of the multiple linear regression analysis for pseudotumor are given in Table 7 . Again, too few cases of male tapers existed to perform meaningful multivariable statistics.
None of the clinical and design variables (Table 1) were significantly associated with higher taper material loss. There were no differences between prosthesis design (manufacturer) and no difference between similar-and mixed-alloy head-stem combinations.
DISCUSSION
Our study provides clinically relevant findings and contributes to the understanding of the failure mechanisms of LH-MOM-THRs. First, material loss from the female taper is of a similar magnitude to the bearing surfaces, although the predominant source of implantderived metal debris in less than a third of failed LH-MOM-THR cases. Second, in patients with failing LH-MOM-THRs, high taper material loss is difficult to detect using blood metal ion levels. Third, pseudotumors are not more likely to occur in cases with higher volumes of taper material loss.
While the head-stem taper junction is clearly an important source of implant-derived material in LH-MOM-THR, it is difficult to explain the higher revision When adjusted for the other sources of material loss, wear of the cup bearing surface was the only significant predictor of blood cobalt ion levels. When adjusted for the other sources of material loss, wear of the cup and head bearing surfaces were the only significant predictor of blood chromium ion levels. Univariable analysis showed that head and cup bearing surface material loss and female taper surface material loss were significantly higher in cases associated with pseudotumor (all p < 0.05). Increased material loss at the male taper surface was not significantly associated pseudotumor (p ¼ 0.446).
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rates of these devices compared to MOM hip resurfacing through a dose-response reaction alone. However, it might be that additional material from the stem (either cobalt-chrome or titanium) may contribute to failure or the material lost from the taper junction may be more potent than the particulate debris released from the bearing surfaces. We have reported data for a large series of explanted LH-MOM-THRs of several designs, and shown a wide variation in the volume of taper material loss. A previous study of only one design, the ASR XL proposed a predominantly mechanical mechanism to explain the variation in taper material loss, 13 in which the combination of a large head, short taper length and a low stem-shaft angle provide a lever-arm sufficient to cause high volumes of localized wear at the taper junction. The authors suggest that corrosion occurs secondary to this primarily mechanical process. 13 Whilst it is likely that material loss at the taper junction is multi-modal and in some cases mechanical wear maybe the dominant process, our results suggest that corrosion is likely to be the principle source of implant-derived material. Corrosion of the female taper was virtually universal (99 of 110 cases), and the presence of "imprinting" of the stem-neck thread onto the female taper surface is highly suggestive of galvanic corrosion, a process by which material is lost preferentially from one surface (in this case the female taper). This is supported by data from the 36 retrieved stems in our study; the male tapers all had negligible material loss (<1 mm 3 ) and only six of the taper surfaces demonstrated any evidence of corrosion (and all only mild). Furthermore, the morphology of the taper surface measurement profiles was rarely consistent with a mechanical process. In most cases we observed an axisymmetric pattern of material loss (Fig. 8) , where material was lost uniformly over the male taper surface. This likely represents uniform loss or transfer of material, supporting a mechanism involving corrosion rather than wear. In contrast, increased local contact pressures would result in localized areas of increased material loss.
Our data support a mechanism whereby the volume of material loss at the taper junction is only weakly associated with elevated metal ion levels and soft tissue reactions. This may be explained if we consider the ionic (corrosive) taper material to be a considerably more potent stimulator of inflammation than particulate debris from the bearing surfaces. This may then help explain the higher revision rates of LH-MOM-THR compared to MOM hip resurfacing.
Our results compare well with those reported by Langton et al. 13 for the ASR XL; they reported rates of material loss at the taper junction from 0.46 to 82.5 mm 3 per year. The slightly higher volumes may be explained by the inclusion of only one design that is recognized to have the poorest performance. 2, 15 Differences in measurement technique and analysis may also account for some variation and is likely to provide ongoing problems comparing data between studies.
Our findings provide important information for clinical surveillance of patients with LH-MOM-THRs. We showed that the volume of material loss from the female taper is of a similar magnitude to the loss from each of the bearing surfaces. However, this was not reflected in the blood Co and Cr ion levels measured When adjusted for other sources of material loss, neither increased material loss from the cup or head bearing surfaces or increased material loss from the female taper surface was significantly associated with the presence of pseudotumor. 
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prior to revision surgery. Similar to the trend observed for MOM hip resurfacing, in our group of retrieved MOM total hip replacements, bearing surface wear volumes were strongly correlated with blood metal ion levels. In contrast, the volumes lost from the Co-Cr tapers were only weakly correlated with ion levels. This supports our theory that material loss from the taper junction is the predominant source of implant derived debris in few cases (less than a third), and in the majority of cases an increased potency of a low volume of ionic material is likely to be responsible for failure. Another explanation for the higher revision rates of LH-MOM-THR is that these implants are subject to a higher total volume of material loss; a combination of material loss from the bearing and taper surfaces. However, the evidence is unclear given that previous studies showed an equally high occurrence of pseudotumors (and revisions) in both lowwearing and high-wearing MOM hip replacements, 18, 19 and in our study a substantial number of cases with pseudotumor had low volumes of material loss at the bearing and taper surfaces. While the role of taper material loss remains unclear, high taper material loss is likely to present clinically in a variety of ways, not merely adverse soft tissue reactions.
As with all work on retrievals, there are several limitations. We were able to analyze only 36 male tapers, as in the majority of cases the revising surgeon did not remove a well-fixed femoral stem. Also, we did not assess the stem itself as a potential source of material loss. Data for the male tapers were excluded from multivariable regression analyses. However, we emphasize that in the available cases material loss from the male taper was negligible and therefore omission is unlikely to have affected our results. Another limitation is the lack of Ti ion measurement. Titanium ion release from mixed-alloy MOM total hip replacements is of unknown clinical significance; future studies and follow-up of these patients may incorporate this measurement.
The purpose of this study was not to identify surgical and design factors responsible for increased taper material loss. There are likely to be many variables including horizontal femoral offset, taper length, material combination, and surface finish that affect the rate of material loss from the taper junction. Future work investigating a number of taper designs may focus on establishing these factors.
In conclusion, though a significant volume of material is released at the taper junction, the failure mechanism of these implants remains unclear. It appears unlikely to be a simple dose-response relationship. We suggest the mechanism of material loss is predominantly corrosion. Ionic debris is likely to be a more potent inflammatory stimulator compared to particulate debris released from the bearing surface, and this may explain the differences in revision rates between resurfacing and LH-MOM-THRs. Of clinical importance is the lack of a significant correlation between taper material loss and either blood metal ion levels or the incidence of pseudotumors. This has implications for the clinical surveillance of all patients with LH-MOM-THRs.
